A servo-mechanical bladder dynamic simulator.
A method is described for the physical simulation of the dynamic behaviour of the urinary bladder. It has been found that the model can be controlled to an arbitrary pressure-volume characteristic essentially independent of the properties of the bladder material. Characteristic relationships between pressure and flow rate have also been observed in studies of the bladder, and this behaviour is also amenable to simulation.